TUCSON POLICE DEPARTMENT
CRIME LABORATORY /{D\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

#__—— . Serial# [plp-00/75F . certifies by her si gnature:

on ﬁ/&.’?_/ﬂy L with aresult of 0.077 AC. 0.077AC,

and on /o/:%ntf . with aresult of .08/ AC. 0.074 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

Juihy & Lot
[ et

two dates.

efnifer L. Coombs
ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

his _ /% . day of Apndihen . 200¥

CFFICIAL SEAL
KATHY A. KINNEY
NOTARY PUBLIC-ARIZONA

A5 PIMA COUNTY
_My Comm. Exp, Sept. 4, 2008

Notar}f blic aﬁ
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AATIONA DEPARTHIZNT 0F EFALTE BZ3VICES
STANDARD QUALITY ASSGRANCE PEOCIZOTGRSES
INTOITLY3IEZR MODEL: S50cd=

ACENCY CHESen: TeLles gx SoTeTATISY k_kmbﬁ:ﬁr_ Cfp_‘“‘{f{s qﬁ[_[ﬂ(l
SedEe Hamo)
INTOXIL?Z223 se=ial #{do—061759 rachTIoN | Bl 51’9
DATE &pjpgm,__gg r 7S = 2eDY  TIME el il
____vf . Brsglay rez2ds ”égiri TO STASTY op MTUSD BUTTON T0 siazTw
= TEST "
DEAGHOST LT TESTS
v DVM Test check. Setting should hs batiosen 200 and
.600. Mode selection switch 52 on,; 3% end 51 off or
“eyboard menu selection "H". Reading is _, S35 :
vf/ Disglay Tasc check. Hodse ssalection switch S1 on 208 S2
and 53 off o- kayvooard meEnu selgctign "y"
¢/ ©rintsr Taest chack. HMods s=lsctison swizch St 52, S13
aff o¥r kaybozrd manu s=lsction "“32".
v Clock ima check. Mode salscifiogn s<vicch S310 an o
keyha meni: selaction "=V
g Date K. Mods selaction swiitcn S1I aon or kevbaozazd
manu ccion. TEN i
Q2 ZBATIONAL TESTS
v’ Alcahaol frse subject Test reasultc 0.4090 aC
(v Error recagnition leogie system functioning
Tnvalid tast printed
v Draoper sample recognitian sys Elnl

Invalid sample printed +°

sficient sampls prlnhﬂdJ/
N/A  caompletesness of sample purge wit
Ve calibration standard 0.0%F0
Results: 0.0)0AC Fo.011AC

ment opsrating properly and accurately.
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COMMENTSS

SIGHNATURE

standard collectasd for subsagueant

neentration

analysis. x*

*WITHE OR WITHOQUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYSO0ARD
4 THTS ETET IS ONLY:REQUIRED IF THIS DEVICE I= IHG USED FOoOR
ERMPLE CADPTURE.

DES/DSLS/Form €117 (Rev.7-93)
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THIS REPCRT PREPARED PUORSUANT TO DUTY IHPOEED 3Y

AA.CL HS-14-404 (R)
ARIZONA DEPARTHENT OF HIALTH BERVICES

ETANDAHRD QUALITY ASJSURAMNCE FPROCEDURES
INTOIILYZER MODEL 5000%*

ETANDARD CALIBAATION CEECK FPROCEDURE @%\

o Galzru Nenartmans Date ?VEEQ&FJ Time

/ I::"_: L ‘Il'_.J...E.l.l
{ j 1. Paur a standard g1 b

1 a aleohol solucion of known valup in
hluar dry simulator jar and assemble the simulato
nsure that a tight seal ha=s been mads
Standard valus: 0. 050 acC
¢ ) 2. Turn on the simulator and allow the fsmperaturs to
peach 3470270,
{ ,/} 3. Set Intoxilyzer mode selection in the ACA mode hy
switching mode selection switch #3 on or sslacting
a3 an Kayﬂcgrd meni
{ ) 4. Attach simulator to the simulator sntrance pert on
Intoxilyzer.
vft o G intoxilyzer 35000 display reads "RIADY TO START" or
NPUSHBTTTON!" .
v ffa §. Push Start Test button or press entser on Xeyboa
~T w). 7. ZInsert card in response tao display.
1 :;f B. Ailr blank completed
g ) §. calibration check completed.
t/f ~ Test rssults 0. g0.07] AC
L
)

10. Air blank completed.
11

Attach the card to the completed checklist.

rgency _ TUCso ”QEEZ
Intoxilyzer Serial# [[p—00I159 Location fffq
QA Specialist Elgnnﬂii (J&GﬂQE§FML”n|Lnf“

FL

. Wnan display reads Test Complete remove evidence card.

{ w/j 12. Return mode selection switch #9 to off position after
all calibration checks are complets or type Q and enter

ﬂ'ﬁﬁr}”
STGNATURE (jﬁﬁvLé%S

*WITE OR WIT UU APOF RECIRCULATION AND WITE CR WITEQUT

DHS/DSLS/Form C116 (Rev.7-33)
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(Brint Naz=)
INTOXILYZES SERIAL #. Lq:OE‘J 17 5(‘? LACKTLION [ Pl ‘m______
paTz_ Ooivher 12 2 TIME 15D D
J/ Display Teads "B=A0Y To STAST" ar "FUSE 3ULZ0OY TOQ sTaaT
e
QIAGNOSTYE TESTS
o OVH Tast check.: Setting should bz Datwesn 200 anad
5 Mode gelschbion swiitelh 52 opn, S1 apd 53 0ff ar
keyboard menu selection "H". Reading is . 55 Y
¢/ Display Test chack. Mgde sslsction switch 51 an and S32
and 33 aff or keyhaard mepu sslection "V,
-V/ BrinTer Tash chack. Hods ssleacitrion switch 51, 52, 357
aff or kaybgard menu salsasctian "I,
Vi = Clack time chack. Mode salactian switch S10 on or
kavbozzd manu salactian “EU.
Vﬁ Date chsck Mgds sslaction switch 511 on o7 kevbaoazd
menu selaction "EM.
QEZEATIONIL, TESYS
v Alcoliol fres subject Test rezult 0.6 ic
w Error rscognition lagic systenm funcoiaoning
Invalid test printed
i Droper sample recagnition systenm

Invalid sample printed "
Deficient samnla D:lﬂuedvf
N/A steness of sample purge with collsctilon tuba**

ratian stanﬂaTd & Es AC
ts: 0.02NAC & 0. 01FAC.
a roperly and accurately. YE WO

commEnTs: 2% moved ahoad 1M — IlSD

SICNATURE MU &F M\

PN S hWﬂ a‘Cﬂé;L caon Eertrat‘cn standard collected for subsaguent
analysis.x*

Instrument o

+¥WITE OR WITECQUT VAPOR RECIRCULATION AND WITE OR WITEOUT KEYECOARD
**xTHEIS BTEP I5 ONLY REQUIRED IF TEIS DEVICE I8 BEING USED O
EAMPLE CRPTURE.

DHS/DSLS/Form CL17(Rev.7-93)
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EZHTHIT: P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.ALC. RI-14—404(A)

ARIZONA DEPARTHENT OF HPALTH BERVICES

STANDARD QUALITY ASJSURANCE PROCEDURES
INTOXILYZER HMODEL 50U0»

(sb

Agency Tucson Police Deparrmant Date 1“'7[Uq
Intoxilyzer Serial# —0017 Location ey 4
QA Specialist g npad o

{Print Name)

( vfi 1. Paour a standard alcohol soluticon of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard wvalue: 0.08D AC

. Turn on the simulatar and dllow the temperature to
reach 3I4°Ct.2°C.

. Set Intoxilyzer mad
switching mode sele
on kevhaard manu.

. Attach simulator to the simulator entrance port on the
Intoxilyzer.

(1l (9}

ETANDARD CALISRATION CHEECEK ?RGCEDUHEfﬁ
Tigso

fed
g,

Lab

.

.« NN ARRA R L
NOANCEAANR X XX

5. Intoxilvzer 5000 display reads "READY TQ START" or
TPUSH BUTTOH".
6. Push Start Test buitton or presss enter on keyboard.
7: Imrsert card in response to display.
8. Air blank completed.
9 Calibratian check completed,
Test results 0.08lAC ¢ 0.019AcC
10. Air blank completsd.
11. When display reads Test Complete remove evidence card.
Attach the card to the completed chacklist.
12. Return mode selection switch #9 te off position after
all calibration checks are complete or type ¢ and enter
on k&ybhoard. % 0
STIGNATURE A (. }UWS
*RITH dB WITHdLT R RECIRCULATION AND WITHE OR WITHOUT EKEYBOARD

DES/DSLS/Form €1lis (Rav.7-93)




